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Zange gemäß vorgegebenem  
Einsatzbereich verwenden.
Grobe Verunreinigungen 
entfernen.

Mit einer geeigneten  
Tauchdesinfektion.

Unter fließendem Wasser  
mit einer weichen  
Nylon bürste reinigen.

Zange maschinell reinigen.

Zange, insbesondere im  
Zangenschloss, mit ölfreier  
Druckluft trocknen.

Mit destilliertem Wasser die 
Zange und besonders das 
Zangenschloss spülen.

Schadhafte oder korrodierte  
Instrumente aussortieren. 
Stumpfe Zangen  
nachschleifen lassen.

Zangenschloss und 
Hartmetalleinsätze mit Pflegeöl 
(REF 055-201-00) behandeln.

Dampfsterilisation im  
geöffneten Zustand.

Aufbereitung und Reinigung von Zangen und Instrumenten.
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Pliers are to be used only for 
the indications intended.

Use a suitable immersion  
disinfectant.

Clean under running water 
and with a soft nylon brush.

Clean the pliers in an 
instrument washer.

Dry the pliers, especially 
the joint, with oil-free 
compressed air.

Rinse the pliers and  
especially the joint with  
distilled water.

Discontinue use of damaged  
or  corroded instruments.  
Dull pliers need  
to be reground.

Apply protection and maintenance 
oil (REF 055-201-00) to the joint 
and hard metal inserts.

Autoclave pliers in the  
fully-opened position.

Preparation and cleaning of pliers and instruments.
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